
Date: 3/22/2004 W incadre 3.1.3.2 Page: 1

 Low Concentration Volatile Continuing Calibration Data Summary

Lab Name: ENVIROSYSTEM S, INC. Contract: 68W 01044 Instrument ID: HP73F

Lab ID: ENVSYS Case No.: 32648 GC Column: RTX-624

File Name: Y19G8 SDG No.: Y19G8 Heated Purge: N

RRF005

VSTD005FT Laboratory CADRE

H73FQ694 Reported Calculated

01/14/2004 Avg Avg

Compound 11:54 RRF % D RRF % D

Dichlorodifluoromethane 0.800 0.844 0.844 -5.2

Chloromethane 0.857 0.875 0.875 -2.1

Vinyl Chloride 0.704 0.736 0.736 -4.3

Bromomethane 0.409 0.434 0.434 -5.8

Chloroethane 0.328 0.359 0.359 -8.6

Trichlorofluoromethane 1.426 1.440 1.440 -1.0

1,1-Dichloroethene 0.906 0.913 0.913 -0.8

1,1,2-Trichloro-1,2,2-trifluoroethane 0.466 0.606 0.606 -23.1

Acetone 0.037 0.039 0.039 -5.1

Carbon Disulfide 3.039 3.137 3.137 -3.1

M ethyl Acetate 0.112 0.114 0.114 -1.8

M ethylene Chloride 0.624 0.790 0.790 -21.0

trans-1,2-Dichloroethene 0.922 0.947 0.947 -2.6

M ethyl tert-Butyl Ether 0.320 0.360 0.360 -11.1

1,1-Dichloroethane 1.586 1.600 1.600 -0.9

cis-1,2-Dichloroethene 0.579 0.574 0.574 0.9

2-Butanone 0.037 0.038 0.038 -2.6

Bromochloromethane 0.191 0.195 0.195 -2.1

Chloroform 1.298 1.331 1.331 -2.5

1,1,1-Trichloroethane 1.052 1.091 1.091 -3.6

Cyclohexane 0.865 0.760 0.760 13.8

Carbon Tetrachloride 1.061 1.095 1.095 -3.1

Benzene 2.070 2.023 2.023 2.3

1,2-Dichloroethane 0.567 0.583 0.583 -2.7

Trichloroethene 0.582 0.582 0.582 0.0

M ethylcyclohexane 0.921 0.843 0.843 9.3

1,2-Dichloropropane 0.398 0.414 0.414 -3.9

Bromodichloromethane 0.459 0.464 0.464 -1.1

cis-1,3-Dichloropropene 0.410 0.379 0.379 8.2

4-M ethyl-2-pentanone 0.048 0.048 0.048 0.0

Toluene 2.091 1.969 1.969 6.2

trans-1,3-Dichloropropene 0.269 0.260 0.260 3.5

1,1,2-Trichloroethane 0.145 0.146 0.146 -0.7

Tetrachloroethene 0.513 0.515 0.515 -0.4

2-Hexanone 0.036 0.036 0.036 0.0

Dibromochloromethane 0.236 0.232 0.232 1.7
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 Low Concentration Volatile Continuing Calibration Data Summary

Lab Name: ENVIROSYSTEM S, INC. Contract: 68W 01044 Instrument ID: HP73F

Lab ID: ENVSYS Case No.: 32648 GC Column: RTX-624

File Name: Y19G8 SDG No.: Y19G8 Heated Purge: N

RRF005

VSTD005FT Laboratory CADRE

H73FQ694 Reported Calculated

01/14/2004 Avg Avg

Compound 11:54 RRF % D RRF % D

1,2-Dibromoethane 0.139 0.134 0.134 3.7

Chlorobenzene 0.994 1.013 1.013 -1.9

Ethylbenzene 2.132 1.945 1.945 9.6

Xylenes (total) 0.592 0.530 0.530 11.7

Styrene 0.634 0.563 0.563 12.6

Bromoform 0.248 0.260 0.260 -4.6

Isopropylbenzene 1.778 1.569 1.569 13.3

1,1,2,2-Tetrachloroethane 0.106 0.107 0.107 -0.9

1,3-Dichlorobenzene 1.306 1.313 1.313 -0.5

1,4-Dichlorobenzene 1.357 1.437 1.437 -5.6

1,2-Dichlorobenzene 1.087 1.043 1.043 4.2

1,2-Dibromo-3-chloropropane 0.035 0.035 0.035 0.0

1,2,4-Trichlorobenzene 0.428 0.464 0.464 -7.8

1,2,3-Trichlorobenzene 0.336 0.339 0.339 -0.9

Vinyl Chloride-d3 0.381 0.416 0.416 -8.4

Chloroethane-d5 0.319 0.332 0.332 -3.9

1.1-Dichloroethene-d2 0.429 0.441 0.441 -2.7

2-Butanone-d5 0.044 0.046 0.046 -4.3

Chloroform-d 1.404 1.431 1.431 -1.9

1,2-Dichloroethane-d4 0.461 0.476 0.476 -3.2

Benzene-d6 1.816 1.819 1.819 -0.2

1,2-Dichloropropane-d6 0.410 0.406 0.406 1.0

Toluene-d8 1.721 1.620 1.620 6.2

trans-1,3-Dichloropropene-d4 0.041 0.038 0.038 7.9

2-Hexanone-d5 0.015 0.015 0.015 0.0

Bromoform-d 0.232 0.226 0.226 2.7

1,1,2,2-Tetrachloroethane-d2 0.109 0.108 0.108 0.9

1,2-Dichlorobenzene-d4 0.654 0.657 0.657 -0.5
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 Low Concentration Volatile Continuing Calibration Data Summary

Lab Name: ENVIROSYSTEM S, INC. Contract: 68W 01044 Instrument ID: HP73F

Lab ID: ENVSYS Case No.: 32648 GC Column: RTX-624

File Name: Y19G8 SDG No.: Y19G8 Heated Purge: N

RRF005

VSTD005FR Laboratory CADRE

H73FR891 Reported Calculated

03/04/2004 Avg Avg

Compound 09:33 RRF % D RRF % D

Dichlorodifluoromethane 0.589 0.844 -30.2 0.844 -30.2

Chloromethane 0.717 0.875 -18.1 0.875 -18.1

Vinyl Chloride 0.647 0.736 -12.1 0.736 -12.1

Bromomethane 0.366 0.434 -15.7 0.434 -15.7

Chloroethane 0.325 0.359 -9.5 0.359 -9.5

Trichlorofluoromethane 1.327 1.440 -7.8 1.440 -7.8

1,1-Dichloroethene 0.866 0.913 -5.1 0.913 -5.1

1,1,2-Trichloro-1,2,2-trifluoroethane 0.604 0.606 -0.3 0.606 -0.3

Acetone 0.035 0.039 -10.3 0.039 -10.3

Carbon Disulfide 2.609 3.137 -16.8 3.137 -16.8

M ethyl Acetate 0.097 0.114 -14.9 0.114 -14.9

M ethylene Chloride 0.606 0.790 -23.3 0.790 -23.3

trans-1,2-Dichloroethene 0.883 0.947 -6.8 0.947 -6.8

M ethyl tert-Butyl Ether 0.369 0.360 2.5 0.360 2.5

1,1-Dichloroethane 1.564 1.600 -2.3 1.600 -2.3

cis-1,2-Dichloroethene 0.563 0.574 -1.9 0.574 -1.9

2-Butanone 0.039 0.038 2.6 0.038 2.6

Bromochloromethane 0.176 0.195 -9.7 0.195 -9.7

Chloroform 1.301 1.331 -2.3 1.331 -2.3

1,1,1-Trichloroethane 1.054 1.091 -3.4 1.091 -3.4

Cyclohexane 0.785 0.760 3.3 0.760 3.3

Carbon Tetrachloride 1.028 1.095 -6.1 1.095 -6.1

Benzene 1.837 2.023 -9.2 2.023 -9.2

1,2-Dichloroethane 0.529 0.583 -9.3 0.583 -9.3

Trichloroethene 0.552 0.582 -5.2 0.582 -5.2

M ethylcyclohexane 0.838 0.843 -0.6 0.843 -0.6

1,2-Dichloropropane 0.342 0.414 -17.4 0.414 -17.4

Bromodichloromethane 0.422 0.464 -9.1 0.464 -9.1

cis-1,3-Dichloropropene 0.403 0.379 6.3 0.379 6.3

4-M ethyl-2-pentanone 0.051 0.048 6.3 0.048 6.2

Toluene 1.969 1.969 0.0 1.969 0.0

trans-1,3-Dichloropropene 0.252 0.260 -3.1 0.260 -3.1

1,1,2-Trichloroethane 0.137 0.146 -6.2 0.146 -6.2

Tetrachloroethene 0.473 0.515 -8.2 0.515 -8.2

2-Hexanone 0.035 0.036 -2.8 0.036 -2.8

Dibromochloromethane 0.215 0.232 -7.3 0.232 -7.3
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 Low Concentration Volatile Continuing Calibration Data Summary

Lab Name: ENVIROSYSTEM S, INC. Contract: 68W 01044 Instrument ID: HP73F

Lab ID: ENVSYS Case No.: 32648 GC Column: RTX-624

File Name: Y19G8 SDG No.: Y19G8 Heated Purge: N

RRF005

VSTD005FR Laboratory CADRE

H73FR891 Reported Calculated

03/04/2004 Avg Avg

Compound 09:33 RRF % D RRF % D

1,2-Dibromoethane 0.120 0.134 -10.4 0.134 -10.4

Chlorobenzene 0.952 1.013 -6.0 1.013 -6.0

Ethylbenzene 2.109 1.945 8.4 1.945 8.4

Xylenes (total) 0.593 0.530 11.9 0.530 11.9

Styrene 0.738 0.563 31.1 0.563 31.1

Bromoform 0.241 0.260 -7.3 0.260 -7.3

Isopropylbenzene 1.878 1.569 19.7 1.569 19.7

1,1,2,2-Tetrachloroethane 0.098 0.107 -8.4 0.107 -8.4

1,3-Dichlorobenzene 1.219 1.313 -7.2 1.313 -7.2

1,4-Dichlorobenzene 1.298 1.437 -9.7 1.437 -9.7

1,2-Dichlorobenzene 0.973 1.043 -6.7 1.043 -6.7

1,2-Dibromo-3-chloropropane 0.035 0.035 0.0 0.035 0.0

1,2,4-Trichlorobenzene 0.456 0.464 -1.7 0.464 -1.7

1,2,3-Trichlorobenzene 0.331 0.339 -2.4 0.339 -2.4

Vinyl Chloride-d3 0.284 0.416 -31.7 0.416 -31.7

Chloroethane-d5 0.283 0.332 -14.8 0.332 -14.8

1.1-Dichloroethene-d2 0.392 0.441 -11.1 0.441 -11.1

2-Butanone-d5 0.037 0.046 -19.6 0.046 -19.6

Chloroform-d 1.629 1.431 13.8 1.431 13.8

1,2-Dichloroethane-d4 0.483 0.476 1.5 0.476 1.5

Benzene-d6 1.751 1.819 -3.7 1.819 -3.7

1,2-Dichloropropane-d6 0.423 0.406 4.2 0.406 4.2

Toluene-d8 1.732 1.620 6.9 1.620 6.9

trans-1,3-Dichloropropene-d4 0.042 0.038 10.5 0.038 10.5

2-Hexanone-d5 0.011 0.015 -26.7 0.015 -26.7

Bromoform-d 0.259 0.226 14.6 0.226 14.6

1,1,2,2-Tetrachloroethane-d2 0.117 0.108 8.3 0.108 8.3

1,2-Dichlorobenzene-d4 0.706 0.657 7.5 0.657 7.5
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 Low Concentration Volatile Continuing Calibration Data Summary

Lab Name: ENVIROSYSTEM S, INC. Contract: 68W 01044 Instrument ID: HP73F

Lab ID: ENVSYS Case No.: 32648 GC Column: RTX-624

File Name: Y19G8 SDG No.: Y19G8 Heated Purge: N

RRF005

VSTD005FV Laboratory CADRE

H73FR941 Reported Calculated

03/08/2004 Avg Avg

Compound 09:21 RRF % D RRF % D

Dichlorodifluoromethane 0.592 0.844 -29.9 0.844 -29.9

Chloromethane 0.687 0.875 -21.5 0.875 -21.5

Vinyl Chloride 0.605 0.736 -17.8 0.736 -17.8

Bromomethane 0.347 0.434 -20.0 0.434 -20.0

Chloroethane 0.296 0.359 -17.5 0.359 -17.5

Trichlorofluoromethane 1.238 1.440 -14.0 1.440 -14.0

1,1-Dichloroethene 0.802 0.913 -12.2 0.913 -12.2

1,1,2-Trichloro-1,2,2-trifluoroethane 0.500 0.606 -17.5 0.606 -17.5

Acetone 0.030 0.039 -23.1 0.039 -23.1

Carbon Disulfide 2.453 3.137 -21.8 3.137 -21.8

M ethyl Acetate 0.092 0.114 -19.3 0.114 -19.3

M ethylene Chloride 0.574 0.790 -27.3 0.790 -27.3

trans-1,2-Dichloroethene 0.871 0.947 -8.0 0.947 -8.0

M ethyl tert-Butyl Ether 0.321 0.360 -10.8 0.360 -10.8

1,1-Dichloroethane 1.456 1.600 -9.0 1.600 -9.0

cis-1,2-Dichloroethene 0.583 0.574 1.6 0.574 1.6

2-Butanone 0.036 0.038 -5.3 0.038 -5.3

Bromochloromethane 0.173 0.195 -11.3 0.195 -11.3

Chloroform 1.206 1.331 -9.4 1.331 -9.4

1,1,1-Trichloroethane 0.996 1.091 -8.7 1.091 -8.7

Cyclohexane 0.720 0.760 -5.3 0.760 -5.3

Carbon Tetrachloride 0.970 1.095 -11.4 1.095 -11.4

Benzene 1.774 2.023 -12.3 2.023 -12.3

1,2-Dichloroethane 0.502 0.583 -13.9 0.583 -13.9

Trichloroethene 0.529 0.582 -9.1 0.582 -9.1

M ethylcyclohexane 0.781 0.843 -7.4 0.843 -7.4

1,2-Dichloropropane 0.327 0.414 -21.0 0.414 -21.0

Bromodichloromethane 0.402 0.464 -13.4 0.464 -13.4

cis-1,3-Dichloropropene 0.371 0.379 -2.1 0.379 -2.1

4-M ethyl-2-pentanone 0.050 0.048 4.2 0.048 4.2

Toluene 1.821 1.969 -7.5 1.969 -7.5

trans-1,3-Dichloropropene 0.257 0.260 -1.2 0.260 -1.2

1,1,2-Trichloroethane 0.126 0.146 -13.7 0.146 -13.7

Tetrachloroethene 0.467 0.515 -9.3 0.515 -9.3

2-Hexanone 0.030 0.036 -16.7 0.036 -16.7

Dibromochloromethane 0.204 0.232 -12.1 0.232 -12.1
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 Low Concentration Volatile Continuing Calibration Data Summary

Lab Name: ENVIROSYSTEM S, INC. Contract: 68W 01044 Instrument ID: HP73F

Lab ID: ENVSYS Case No.: 32648 GC Column: RTX-624

File Name: Y19G8 SDG No.: Y19G8 Heated Purge: N

RRF005

VSTD005FV Laboratory CADRE

H73FR941 Reported Calculated

03/08/2004 Avg Avg

Compound 09:21 RRF % D RRF % D

1,2-Dibromoethane 0.117 0.134 -12.7 0.134 -12.7

Chlorobenzene 0.893 1.013 -11.8 1.013 -11.8

Ethylbenzene 1.924 1.945 -1.1 1.945 -1.1

Xylenes (total) 0.545 0.530 2.8 0.530 2.8

Styrene 0.649 0.563 15.3 0.563 15.3

Bromoform 0.224 0.260 -13.8 0.260 -13.8

Isopropylbenzene 1.777 1.569 13.3 1.569 13.3

1,1,2,2-Tetrachloroethane 0.088 0.107 -17.8 0.107 -17.8

1,3-Dichlorobenzene 1.262 1.313 -3.9 1.313 -3.9

1,4-Dichlorobenzene 1.258 1.437 -12.5 1.437 -12.5

1,2-Dichlorobenzene 0.994 1.043 -4.7 1.043 -4.7

1,2-Dibromo-3-chloropropane 0.032 0.035 -8.6 0.035 -8.6

1,2,4-Trichlorobenzene 0.541 0.464 16.6 0.464 16.6

1,2,3-Trichlorobenzene 0.386 0.339 13.9 0.339 13.9

Vinyl Chloride-d3 0.189 0.416 -54.6 0.416 -54.6

Chloroethane-d5 0.192 0.332 -42.2 0.332 -42.2

1.1-Dichloroethene-d2 0.252 0.441 -42.9 0.441 -42.9

2-Butanone-d5 0.036 0.046 -21.7 0.046 -21.7

Chloroform-d 1.163 1.431 -18.7 1.431 -18.7

1,2-Dichloroethane-d4 0.324 0.476 -31.9 0.476 -31.9

Benzene-d6 1.217 1.819 -33.1 1.819 -33.1

1,2-Dichloropropane-d6 0.306 0.406 -24.6 0.406 -24.6

Toluene-d8 1.182 1.620 -27.0 1.620 -27.0

trans-1,3-Dichloropropene-d4 0.034 0.038 -10.5 0.038 -10.5

2-Hexanone-d5 0.012 0.015 -20.0 0.015 -20.0

Bromoform-d 0.195 0.226 -13.7 0.226 -13.7

1,1,2,2-Tetrachloroethane-d2 0.079 0.108 -26.9 0.108 -26.9

1,2-Dichlorobenzene-d4 0.542 0.657 -17.5 0.657 -17.5
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 Low Concentration Volatile Continuing Calibration Data Summary

Lab Name: ENVIROSYSTEM S, INC. Contract: 68W 01044 Instrument ID: HP73F

Lab ID: ENVSYS Case No.: 32648 GC Column: RTX-624

File Name: Y19G8 SDG No.: Y19G8 Heated Purge: N

RRF005

VSTD005FW Laboratory CADRE

H73FR971 Reported Calculated

03/09/2004 Avg Avg

Compound 09:43 RRF % D RRF % D

Dichlorodifluoromethane 0.778 0.844 -7.8 0.844 -7.8

Chloromethane 0.754 0.875 -13.8 0.875 -13.8

Vinyl Chloride 0.711 0.736 -3.4 0.736 -3.4

Bromomethane 0.338 0.434 -22.1 0.434 -22.1

Chloroethane 0.301 0.359 -16.2 0.359 -16.2

Trichlorofluoromethane 1.552 1.440 7.8 1.440 7.8

1,1-Dichloroethene 0.831 0.913 -9.0 0.913 -9.0

1,1,2-Trichloro-1,2,2-trifluoroethane 0.593 0.606 -2.1 0.606 -2.1

Acetone 0.030 0.039 -23.1 0.039 -23.1

Carbon Disulfide 2.471 3.137 -21.2 3.137 -21.2

M ethyl Acetate 0.063 0.114 -44.7 0.114 -44.7

M ethylene Chloride 0.498 0.790 -37.0 0.790 -37.0

trans-1,2-Dichloroethene 0.825 0.947 -12.9 0.947 -12.9

M ethyl tert-Butyl Ether 0.289 0.360 -19.7 0.360 -19.7

1,1-Dichloroethane 1.508 1.600 -5.8 1.600 -5.8

cis-1,2-Dichloroethene 0.562 0.574 -2.1 0.574 -2.1

2-Butanone 0.036 0.038 -5.3 0.038 -5.3

Bromochloromethane 0.161 0.195 -17.4 0.195 -17.4

Chloroform 1.269 1.331 -4.7 1.331 -4.7

1,1,1-Trichloroethane 1.100 1.091 0.8 1.091 0.8

Cyclohexane 0.888 0.760 16.8 0.760 16.8

Carbon Tetrachloride 1.141 1.095 4.2 1.095 4.2

Benzene 2.011 2.023 -0.6 2.023 -0.6

1,2-Dichloroethane 0.516 0.583 -11.5 0.583 -11.5

Trichloroethene 0.601 0.582 3.3 0.582 3.3

M ethylcyclohexane 0.936 0.843 11.0 0.843 11.0

1,2-Dichloropropane 0.371 0.414 -10.4 0.414 -10.4

Bromodichloromethane 0.407 0.464 -12.3 0.464 -12.3

cis-1,3-Dichloropropene 0.369 0.379 -2.6 0.379 -2.6

4-M ethyl-2-pentanone 0.049 0.048 2.1 0.048 2.1

Toluene 2.031 1.969 3.1 1.969 3.1

trans-1,3-Dichloropropene 0.234 0.260 -10.0 0.260 -10.0

1,1,2-Trichloroethane 0.128 0.146 -12.3 0.146 -12.3

Tetrachloroethene 0.573 0.515 11.3 0.515 11.3

2-Hexanone 0.028 0.036 -22.2 0.036 -22.2

Dibromochloromethane 0.201 0.232 -13.4 0.232 -13.4
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 Low Concentration Volatile Continuing Calibration Data Summary

Lab Name: ENVIROSYSTEM S, INC. Contract: 68W 01044 Instrument ID: HP73F

Lab ID: ENVSYS Case No.: 32648 GC Column: RTX-624

File Name: Y19G8 SDG No.: Y19G8 Heated Purge: N

RRF005

VSTD005FW Laboratory CADRE

H73FR971 Reported Calculated

03/09/2004 Avg Avg

Compound 09:43 RRF % D RRF % D

1,2-Dibromoethane 0.110 0.134 -17.9 0.134 -17.9

Chlorobenzene 0.928 1.013 -8.4 1.013 -8.4

Ethylbenzene 2.076 1.945 6.7 1.945 6.7

Xylenes (total) 0.584 0.530 10.2 0.530 10.2

Styrene 0.646 0.563 14.7 0.563 14.7

Bromoform 0.207 0.260 -20.4 0.260 -20.4

Isopropylbenzene 1.935 1.569 23.3 1.569 23.3

1,1,2,2-Tetrachloroethane 0.093 0.107 -13.1 0.107 -13.1

1,3-Dichlorobenzene 1.252 1.313 -4.6 1.313 -4.6

1,4-Dichlorobenzene 1.245 1.437 -13.4 1.437 -13.4

1,2-Dichlorobenzene 0.965 1.043 -7.5 1.043 -7.5

1,2-Dibromo-3-chloropropane 0.024 0.035 -31.4 0.035 -31.4

1,2,4-Trichlorobenzene 0.450 0.464 -3.0 0.464 -3.0

1,2,3-Trichlorobenzene 0.312 0.339 -8.0 0.339 -8.0

Vinyl Chloride-d3 0.260 0.416 -37.5 0.416 -37.5

Chloroethane-d5 0.201 0.332 -39.5 0.332 -39.5

1.1-Dichloroethene-d2 0.303 0.441 -31.3 0.441 -31.3

2-Butanone-d5 0.033 0.046 -28.3 0.046 -28.3

Chloroform-d 1.296 1.431 -9.4 1.431 -9.4

1,2-Dichloroethane-d4 0.355 0.476 -25.4 0.476 -25.4

Benzene-d6 1.444 1.819 -20.6 1.819 -20.6

1,2-Dichloropropane-d6 0.361 0.406 -11.1 0.406 -11.1

Toluene-d8 1.396 1.620 -13.8 1.620 -13.8

trans-1,3-Dichloropropene-d4 0.031 0.038 -18.4 0.038 -18.4

2-Hexanone-d5 0.010 0.015 -33.3 0.015 -33.3

Bromoform-d 0.166 0.226 -26.5 0.226 -26.5

1,1,2,2-Tetrachloroethane-d2 0.094 0.108 -13.0 0.108 -13.0

1,2-Dichlorobenzene-d4 0.578 0.657 -12.0 0.657 -12.0
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 Low Concentration Volatile Continuing Calibration Data Summary

Lab Name: ENVIROSYSTEM S, INC. Contract: 68W 01044 Instrument ID: HP73F

Lab ID: ENVSYS Case No.: 32648 GC Column: RTX-624

File Name: Y19G8 SDG No.: Y19G8 Heated Purge: N

RRF005

VSTD005FX Laboratory CADRE

H73FR991 Reported Calculated

03/10/2004 Avg Avg

Compound 09:30 RRF % D RRF % D

Dichlorodifluoromethane 0.804 0.844 -4.7 0.844 -4.7

Chloromethane 0.774 0.875 -11.5 0.875 -11.5

Vinyl Chloride 0.766 0.736 4.1 0.736 4.1

Bromomethane 0.306 0.434 -29.5 0.434 -29.5

Chloroethane 0.272 0.359 -24.2 0.359 -24.2

Trichlorofluoromethane 1.558 1.440 8.2 1.440 8.2

1,1-Dichloroethene 0.857 0.913 -6.1 0.913 -6.1

1,1,2-Trichloro-1,2,2-trifluoroethane 0.618 0.606 2.0 0.606 2.0

Acetone 0.026 0.039 -33.3 0.039 -33.3

Carbon Disulfide 2.564 3.137 -18.3 3.137 -18.3

M ethyl Acetate 0.071 0.114 -37.7 0.114 -37.7

M ethylene Chloride 0.488 0.790 -38.2 0.790 -38.2

trans-1,2-Dichloroethene 0.830 0.947 -12.4 0.947 -12.4

M ethyl tert-Butyl Ether 0.300 0.360 -16.7 0.360 -16.7

1,1-Dichloroethane 1.490 1.600 -6.9 1.600 -6.9

cis-1,2-Dichloroethene 0.520 0.574 -9.4 0.574 -9.4

2-Butanone 0.033 0.038 -13.2 0.038 -13.2

Bromochloromethane 0.159 0.195 -18.5 0.195 -18.5

Chloroform 1.257 1.331 -5.6 1.331 -5.6

1,1,1-Trichloroethane 1.204 1.091 10.4 1.091 10.4

Cyclohexane 0.978 0.760 28.7 0.760 28.7

Carbon Tetrachloride 1.185 1.095 8.2 1.095 8.2

Benzene 2.011 2.023 -0.6 2.023 -0.6

1,2-Dichloroethane 0.485 0.583 -16.8 0.583 -16.8

Trichloroethene 0.612 0.582 5.2 0.582 5.2

M ethylcyclohexane 0.974 0.843 15.5 0.843 15.5

1,2-Dichloropropane 0.371 0.414 -10.4 0.414 -10.4

Bromodichloromethane 0.387 0.464 -16.6 0.464 -16.6

cis-1,3-Dichloropropene 0.348 0.379 -8.2 0.379 -8.2

4-M ethyl-2-pentanone 0.045 0.048 -6.3 0.048 -6.3

Toluene 2.063 1.969 4.8 1.969 4.8

trans-1,3-Dichloropropene 0.209 0.260 -19.6 0.260 -19.6

1,1,2-Trichloroethane 0.122 0.146 -16.4 0.146 -16.4

Tetrachloroethene 0.551 0.515 7.0 0.515 7.0

2-Hexanone 0.029 0.036 -19.4 0.036 -19.4

Dibromochloromethane 0.182 0.232 -21.6 0.232 -21.6

  



Date: 3/22/2004 W incadre 3.1.3.2 Page: 10

 Low Concentration Volatile Continuing Calibration Data Summary

Lab Name: ENVIROSYSTEM S, INC. Contract: 68W 01044 Instrument ID: HP73F

Lab ID: ENVSYS Case No.: 32648 GC Column: RTX-624

File Name: Y19G8 SDG No.: Y19G8 Heated Purge: N

RRF005

VSTD005FX Laboratory CADRE

H73FR991 Reported Calculated

03/10/2004 Avg Avg

Compound 09:30 RRF % D RRF % D

1,2-Dibromoethane 0.107 0.134 -20.1 0.134 -20.1

Chlorobenzene 0.905 1.013 -10.7 1.013 -10.7

Ethylbenzene 2.170 1.945 11.6 1.945 11.6

Xylenes (total) 0.576 0.530 8.7 0.530 8.7

Styrene 0.658 0.563 16.9 0.563 16.9

Bromoform 0.207 0.260 -20.4 0.260 -20.4

Isopropylbenzene 2.048 1.569 30.5 1.569 30.5

1,1,2,2-Tetrachloroethane 0.086 0.107 -19.6 0.107 -19.6

1,3-Dichlorobenzene 1.181 1.313 -10.1 1.313 -10.1

1,4-Dichlorobenzene 1.214 1.437 -15.5 1.437 -15.5

1,2-Dichlorobenzene 0.907 1.043 -13.0 1.043 -13.0

1,2-Dibromo-3-chloropropane 0.027 0.035 -22.9 0.035 -22.9

1,2,4-Trichlorobenzene 0.379 0.464 -18.3 0.464 -18.3

1,2,3-Trichlorobenzene 0.262 0.339 -22.7 0.339 -22.7

Vinyl Chloride-d3 0.235 0.416 -43.5 0.416 -43.5

Chloroethane-d5 0.184 0.332 -44.6 0.332 -44.6

1.1-Dichloroethene-d2 0.287 0.441 -34.9 0.441 -34.9

2-Butanone-d5 0.031 0.046 -32.6 0.046 -32.6

Chloroform-d 1.188 1.431 -17.0 1.431 -17.0

1,2-Dichloroethane-d4 0.322 0.476 -32.4 0.476 -32.4

Benzene-d6 1.329 1.819 -26.9 1.819 -26.9

1,2-Dichloropropane-d6 0.329 0.406 -19.0 0.406 -19.0

Toluene-d8 1.310 1.620 -19.1 1.620 -19.1

trans-1,3-Dichloropropene-d4 0.027 0.038 -28.9 0.038 -28.9

2-Hexanone-d5 0.010 0.015 -33.3 0.015 -33.3

Bromoform-d 0.144 0.226 -36.3 0.226 -36.3

1,1,2,2-Tetrachloroethane-d2 0.088 0.108 -18.5 0.108 -18.5

1,2-Dichlorobenzene-d4 0.503 0.657 -23.4 0.657 -23.4
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 Low Concentration Semivolatile Continuing Calibration Data Summary

Lab Name: ENVIROSYSTEM S, INC. Contract: 68W 01044 Instrument ID: HP73G

Lab ID: ENVSYS Case No.: 32648 GC Column: RTX-5M S

File Name: Y19G8 SDG No.: Y19G8

RRF020

SSTD020G8 Laboratory CADRE

H73GQ075 Reported Calculated

03/03/2004 Avg Avg

Compound 12:43 RRF % D RRF % D

Benzaldehyde 1.615 1.482 1.482 9.0

Phenol 2.438 2.432 2.432 0.2

bis(2-Chloroethyl)ether 1.987 1.996 1.996 -0.5

2-Chlorophenol 1.804 1.807 1.807 -0.2

2-M ethylphenol 1.679 1.654 1.654 1.5

2,2-oxybis(1-Chloropropane) 3.633 3.556 3.556 2.2

Acetophenone 2.731 2.822 2.822 -3.2

4-M ethylphenol 1.656 1.687 1.687 -1.8

N-Nitroso-di-n-propylamine 1.811 1.756 1.756 3.1

Hexachloroethane 1.114 1.157 1.157 -3.7

Nitrobenzene 0.570 0.554 0.554 2.9

Isophorone 0.930 0.901 0.901 3.2

2-Nitrophenol 0.187 0.180 0.180 3.9

2,4-Dimethylphenol 0.398 0.409 0.409 -2.7

bis(2-Chloroethoxy)methane 0.482 0.476 0.476 1.3

2,4-Dichlorophenol 0.257 0.261 0.261 -1.5

Naphthalene 1.079 1.066 1.066 1.2

4-Chloroaniline 0.386 0.365 0.365 5.8

Hexachlorobutadiene 0.257 0.275 0.275 -6.5

Caprolactam 0.094 0.073 0.073 28.8

4-Chloro-3-methylphenol 0.353 0.338 0.338 4.4

2-M ethylnaphthalene 0.666 0.658 0.658 1.2

Hexachlorocyclopentadiene 0.474 0.529 0.529 -10.4

2,4,6-Trichlorophenol 0.350 0.361 0.361 -3.0

2,4,5-Trichlorophenol 0.413 0.415 0.415 -0.5

1,1'-Biphenyl 1.511 1.543 1.543 -2.1

2-Chloronaphthalene 1.130 1.153 1.153 -2.0

2-Nitroaniline 0.644 0.593 0.593 8.6

Dimethylphthalate 1.399 1.420 1.420 -1.5

2,6-Dinitrotoluene 0.275 0.271 0.271 1.5

Acenaphthylene 1.850 1.828 1.828 1.2

3-Nitroaniline 0.298 0.247 0.247 20.6

Acenaphthene 1.158 1.159 1.159 -0.1

2,4-Dinitrophenol 0.116 0.102 0.102 13.7

4-Nitrophenol 0.348 0.323 0.323 7.7

Dibenzofuran 1.598 1.590 1.590 0.5

  



Date: 3/22/2004 W incadre 3.1.3.2 Page: 12

 Low Concentration Semivolatile Continuing Calibration Data Summary

Lab Name: ENVIROSYSTEM S, INC. Contract: 68W 01044 Instrument ID: HP73G

Lab ID: ENVSYS Case No.: 32648 GC Column: RTX-5M S

File Name: Y19G8 SDG No.: Y19G8

RRF020

SSTD020G8 Laboratory CADRE

H73GQ075 Reported Calculated

03/03/2004 Avg Avg

Compound 12:43 RRF % D RRF % D

2,4-Dinitrotoluene 0.364 0.353 0.353 3.1

Diethylphthalate 1.661 1.632 1.632 1.8

Fluorene 1.249 1.264 1.264 -1.2

4-Chlorophenyl-phenylether 0.635 0.658 0.658 -3.5

4-Nitroaniline 0.159 0.143 0.143 11.2

4,6-Dinitro-2-methylphenol 0.138 0.132 0.132 4.5

N-Nitrosodiphenylamine 0.544 0.561 0.561 -3.0

1,2,4,5 Tetrachlorobenzene 0.591 0.621 0.621 -4.8

4-Bromophenyl-phenylether 0.335 0.357 0.357 -6.2

Hexachlorobenzene 0.541 0.578 0.578 -6.4

Atrazine 0.249 0.247 0.247 0.8

Pentachlorophenol 0.243 0.239 0.239 1.7

Phenanthrene 1.071 1.088 1.088 -1.6

Anthracene 1.058 1.090 1.090 -2.9

Di-n-butylphthalate 1.693 1.670 1.670 1.4

Fluoranthene 1.147 1.176 1.176 -2.5

Pyrene 1.179 1.155 1.155 2.1

Butylbenzylphthalate 0.585 0.548 0.548 6.8

3,3-Dichlorobenzidine 0.161 0.169 0.169 -4.7

Benzo(a)anthracene 0.959 0.958 0.958 0.1

Chrysene 0.954 0.965 0.965 -1.1

bis(2-Ethylhexyl)phthalate 0.867 0.788 0.788 10.0

Di-n-octylphthalate 1.085 1.123 1.123 -3.4

Benzo(b)fluoranthene 1.222 1.311 1.311 -6.8

Benzo(k)fluoranthene 1.509 1.575 1.575 -4.2

Benzo(a)pyrene 1.209 1.326 1.326 -8.8

Indeno(1,2,3-cd)pyrene 1.459 1.574 1.574 -7.3

Dibenzo (a,h) - anthracene 1.151 1.325 1.325 -13.1

Benzo (g,h,i) perylene 1.241 1.329 1.329 -6.6

Phenol -d5 2.509 2.507 2.507 0.1

bis-(2-Chloroethyl)ether-d8 2.011 1.978 1.978 1.7

2-Chlorophenol-d4 1.958 1.953 1.953 0.3

4-M ethylphenol-d8 1.678 1.698 1.698 -1.2

Nitrobenzene-d5 0.639 0.618 0.618 3.4

2-Nitrophenol-d4 0.855 0.897 0.897 -4.7

2,4-Dichlorophenol-d3 0.302 0.298 0.298 1.3
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 Low Concentration Semivolatile Continuing Calibration Data Summary

Lab Name: ENVIROSYSTEM S, INC. Contract: 68W 01044 Instrument ID: HP73G

Lab ID: ENVSYS Case No.: 32648 GC Column: RTX-5M S

File Name: Y19G8 SDG No.: Y19G8

RRF020

SSTD020G8 Laboratory CADRE

H73GQ075 Reported Calculated

03/03/2004 Avg Avg

Compound 12:43 RRF % D RRF % D

4-Chloroaniline-d4 0.410 0.393 0.393 4.3

Dimethylphthalate-d6 1.623 1.629 1.629 -0.4

Acenaphthylene-d8 1.834 1.864 1.864 -1.6

4-Nitrophenol-d4 0.238 0.222 0.222 7.2

Fluorene-d10 1.100 1.131 1.131 -2.7

4,6-Dinitro-2-methylphenol-d2 0.155 0.154 0.154 0.6

Anthracene-d10 1.088 1.139 1.139 -4.5

Pyrene-d10 1.217 1.220 1.220 -0.2

Benzo(a)pyrene-d12 1.447 1.500 1.500 -3.5
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 Low Concentration Semivolatile Continuing Calibration Data Summary

Lab Name: ENVIROSYSTEM S, INC. Contract: 68W 01044 Instrument ID: HP73G

Lab ID: ENVSYS Case No.: 32648 GC Column: RTX-5M S

File Name: Y19G8 SDG No.: Y19G8

RRF020

SSTD020GW Laboratory CADRE

H73GQ121 Reported Calculated

03/09/2004 Avg Avg

Compound 10:44 RRF % D RRF % D

Benzaldehyde 1.510 1.482 1.9 1.482 1.9

Phenol 2.325 2.432 -4.4 2.432 -4.4

bis(2-Chloroethyl)ether 1.939 1.996 -2.9 1.996 -2.9

2-Chlorophenol 1.811 1.807 0.2 1.807 0.2

2-M ethylphenol 1.680 1.654 1.6 1.654 1.6

2,2-oxybis(1-Chloropropane) 3.284 3.556 -7.6 3.556 -7.6

Acetophenone 2.817 2.822 -0.2 2.822 -0.2

4-M ethylphenol 1.672 1.687 -0.9 1.687 -0.9

N-Nitroso-di-n-propylamine 1.771 1.756 0.9 1.756 0.9

Hexachloroethane 1.086 1.157 -6.1 1.157 -6.1

Nitrobenzene 0.530 0.554 -4.3 0.554 -4.3

Isophorone 0.933 0.901 3.6 0.901 3.6

2-Nitrophenol 0.197 0.180 9.4 0.180 9.4

2,4-Dimethylphenol 0.401 0.409 -2.0 0.409 -2.0

bis(2-Chloroethoxy)methane 0.467 0.476 -1.9 0.476 -1.9

2,4-Dichlorophenol 0.262 0.261 0.4 0.261 0.4

Naphthalene 1.062 1.066 -0.4 1.066 -0.4

4-Chloroaniline 0.378 0.365 3.6 0.365 3.6

Hexachlorobutadiene 0.281 0.275 2.2 0.275 2.2

Caprolactam 0.111 0.073 52.1 0.073 52.1

4-Chloro-3-methylphenol 0.352 0.338 4.1 0.338 4.1

2-M ethylnaphthalene 0.653 0.658 -0.8 0.658 -0.8

Hexachlorocyclopentadiene 0.508 0.529 -4.0 0.529 -4.0

2,4,6-Trichlorophenol 0.370 0.361 2.5 0.361 2.5

2,4,5-Trichlorophenol 0.443 0.415 6.7 0.415 6.7

1,1'-Biphenyl 1.477 1.543 -4.3 1.543 -4.3

2-Chloronaphthalene 1.103 1.153 -4.3 1.153 -4.3

2-Nitroaniline 0.557 0.593 -6.1 0.593 -6.1

Dimethylphthalate 1.401 1.420 -1.3 1.420 -1.3

2,6-Dinitrotoluene 0.271 0.271 0.0 0.271 0.0

Acenaphthylene 1.781 1.828 -2.6 1.828 -2.6

3-Nitroaniline 0.275 0.247 11.3 0.247 11.3

Acenaphthene 1.110 1.159 -4.2 1.159 -4.2

2,4-Dinitrophenol 0.117 0.102 14.7 0.102 14.7

4-Nitrophenol 0.301 0.323 -6.8 0.323 -6.8

Dibenzofuran 1.562 1.590 -1.8 1.590 -1.8
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 Low Concentration Semivolatile Continuing Calibration Data Summary

Lab Name: ENVIROSYSTEM S, INC. Contract: 68W 01044 Instrument ID: HP73G

Lab ID: ENVSYS Case No.: 32648 GC Column: RTX-5M S

File Name: Y19G8 SDG No.: Y19G8

RRF020

SSTD020GW Laboratory CADRE

H73GQ121 Reported Calculated

03/09/2004 Avg Avg

Compound 10:44 RRF % D RRF % D

2,4-Dinitrotoluene 0.365 0.353 3.4 0.353 3.4

Diethylphthalate 1.628 1.632 -0.2 1.632 -0.2

Fluorene 1.217 1.264 -3.7 1.264 -3.7

4-Chlorophenyl-phenylether 0.650 0.658 -1.2 0.658 -1.2

4-Nitroaniline 0.186 0.143 30.1 0.143 30.1

4,6-Dinitro-2-methylphenol 0.138 0.132 4.5 0.132 4.5

N-Nitrosodiphenylamine 0.541 0.561 -3.6 0.561 -3.6

1,2,4,5 Tetrachlorobenzene 0.633 0.621 1.9 0.621 1.9

4-Bromophenyl-phenylether 0.356 0.357 -0.3 0.357 -0.3

Hexachlorobenzene 0.552 0.578 -4.5 0.578 -4.5

Atrazine 0.278 0.247 12.6 0.247 12.6

Pentachlorophenol 0.261 0.239 9.2 0.239 9.2

Phenanthrene 1.062 1.088 -2.4 1.088 -2.4

Anthracene 1.065 1.090 -2.3 1.090 -2.3

Di-n-butylphthalate 1.776 1.670 6.3 1.670 6.3

Fluoranthene 1.262 1.176 7.3 1.176 7.3

Pyrene 1.085 1.155 -6.1 1.155 -6.1

Butylbenzylphthalate 0.653 0.548 19.2 0.548 19.2

3,3-Dichlorobenzidine 0.225 0.169 33.1 0.169 33.1

Benzo(a)anthracene 1.026 0.958 7.1 0.958 7.1

Chrysene 0.963 0.965 -0.2 0.965 -0.2

bis(2-Ethylhexyl)phthalate 0.973 0.788 23.5 0.788 23.5

Di-n-octylphthalate 2.009 1.123 78.9 1.123 78.9

Benzo(b)fluoranthene 1.515 1.311 15.6 1.311 15.6

Benzo(k)fluoranthene 1.576 1.575 0.1 1.575 0.1

Benzo(a)pyrene 1.284 1.326 -3.2 1.326 -3.2

Indeno(1,2,3-cd)pyrene 1.444 1.574 -8.3 1.574 -8.3

Dibenzo (a,h) - anthracene 1.273 1.325 -3.9 1.325 -3.9

Benzo (g,h,i) perylene 1.128 1.329 -15.1 1.329 -15.1

Phenol -d5 2.439 2.507 -2.7 2.507 -2.7

bis-(2-Chloroethyl)ether-d8 1.872 1.978 -5.4 1.978 -5.4

2-Chlorophenol-d4 1.974 1.953 1.1 1.953 1.1

4-M ethylphenol-d8 1.685 1.698 -0.8 1.698 -0.8

Nitrobenzene-d5 0.602 0.618 -2.6 0.618 -2.6

2-Nitrophenol-d4 0.932 0.897 3.9 0.897 3.9

2,4-Dichlorophenol-d3 0.315 0.298 5.7 0.298 5.7
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 Low Concentration Semivolatile Continuing Calibration Data Summary

Lab Name: ENVIROSYSTEM S, INC. Contract: 68W 01044 Instrument ID: HP73G

Lab ID: ENVSYS Case No.: 32648 GC Column: RTX-5M S

File Name: Y19G8 SDG No.: Y19G8

RRF020

SSTD020GW Laboratory CADRE

H73GQ121 Reported Calculated

03/09/2004 Avg Avg

Compound 10:44 RRF % D RRF % D

4-Chloroaniline-d4 0.412 0.393 4.8 0.393 4.8

Dimethylphthalate-d6 1.598 1.629 -1.9 1.629 -1.9

Acenaphthylene-d8 1.846 1.864 -1.0 1.864 -1.0

4-Nitrophenol-d4 0.226 0.222 1.8 0.222 1.8

Fluorene-d10 1.133 1.131 0.2 1.131 0.2

4,6-Dinitro-2-methylphenol-d2 0.157 0.154 1.9 0.154 1.9

Anthracene-d10 1.111 1.139 -2.5 1.139 -2.5

Pyrene-d10 1.156 1.220 -5.2 1.220 -5.2

Benzo(a)pyrene-d12 1.525 1.500 1.7 1.500 1.7
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 Low Concentration Semivolatile Continuing Calibration Data Summary

Lab Name: ENVIROSYSTEM S, INC. Contract: 68W 01044 Instrument ID: HP73G

Lab ID: ENVSYS Case No.: 32648 GC Column: RTX-5M S

File Name: Y19G8 SDG No.: Y19G8

RRF020

SSTD020GX Laboratory CADRE

H73GQ141 Reported Calculated

03/10/2004 Avg Avg

Compound 11:09 RRF % D RRF % D

Benzaldehyde 1.722 1.482 16.2 1.482 16.2

Phenol 2.493 2.432 2.5 2.432 2.5

bis(2-Chloroethyl)ether 2.103 1.996 5.4 1.996 5.4

2-Chlorophenol 1.953 1.807 8.1 1.807 8.1

2-M ethylphenol 1.705 1.654 3.1 1.654 3.1

2,2-oxybis(1-Chloropropane) 3.526 3.556 -0.8 3.556 -0.8

Acetophenone 2.926 2.822 3.7 2.822 3.7

4-M ethylphenol 1.759 1.687 4.3 1.687 4.3

N-Nitroso-di-n-propylamine 1.902 1.756 8.3 1.756 8.3

Hexachloroethane 1.168 1.157 1.0 1.157 1.0

Nitrobenzene 0.552 0.554 -0.4 0.554 -0.4

Isophorone 0.926 0.901 2.8 0.901 2.8

2-Nitrophenol 0.189 0.180 5.0 0.180 5.0

2,4-Dimethylphenol 0.405 0.409 -1.0 0.409 -1.0

bis(2-Chloroethoxy)methane 0.472 0.476 -0.8 0.476 -0.8

2,4-Dichlorophenol 0.257 0.261 -1.5 0.261 -1.5

Naphthalene 1.041 1.066 -2.3 1.066 -2.3

4-Chloroaniline 0.400 0.365 9.6 0.365 9.6

Hexachlorobutadiene 0.257 0.275 -6.5 0.275 -6.5

Caprolactam 0.108 0.073 47.9 0.073 47.9

4-Chloro-3-methylphenol 0.351 0.338 3.8 0.338 3.8

2-M ethylnaphthalene 0.649 0.658 -1.4 0.658 -1.4

Hexachlorocyclopentadiene 0.492 0.529 -7.0 0.529 -7.0

2,4,6-Trichlorophenol 0.376 0.361 4.2 0.361 4.2

2,4,5-Trichlorophenol 0.437 0.415 5.3 0.415 5.3

1,1'-Biphenyl 1.505 1.543 -2.5 1.543 -2.5

2-Chloronaphthalene 1.104 1.153 -4.2 1.153 -4.2

2-Nitroaniline 0.600 0.593 1.2 0.593 1.2

Dimethylphthalate 1.424 1.420 0.3 1.420 0.3

2,6-Dinitrotoluene 0.281 0.271 3.7 0.271 3.7

Acenaphthylene 1.836 1.828 0.4 1.828 0.4

3-Nitroaniline 0.305 0.247 23.5 0.247 23.5

Acenaphthene 1.121 1.159 -3.3 1.159 -3.3

2,4-Dinitrophenol 0.126 0.102 23.5 0.102 23.5

4-Nitrophenol 0.335 0.323 3.7 0.323 3.7

Dibenzofuran 1.611 1.590 1.3 1.590 1.3

  



Date: 3/22/2004 W incadre 3.1.3.2 Page: 18

 Low Concentration Semivolatile Continuing Calibration Data Summary

Lab Name: ENVIROSYSTEM S, INC. Contract: 68W 01044 Instrument ID: HP73G

Lab ID: ENVSYS Case No.: 32648 GC Column: RTX-5M S

File Name: Y19G8 SDG No.: Y19G8

RRF020

SSTD020GX Laboratory CADRE

H73GQ141 Reported Calculated

03/10/2004 Avg Avg

Compound 11:09 RRF % D RRF % D

2,4-Dinitrotoluene 0.381 0.353 7.9 0.353 7.9

Diethylphthalate 1.642 1.632 0.6 1.632 0.6

Fluorene 1.265 1.264 0.1 1.264 0.1

4-Chlorophenyl-phenylether 0.660 0.658 0.3 0.658 0.3

4-Nitroaniline 0.224 0.143 56.6 0.143 56.6

4,6-Dinitro-2-methylphenol 0.137 0.132 3.8 0.132 3.8

N-Nitrosodiphenylamine 0.541 0.561 -3.6 0.561 -3.6

1,2,4,5 Tetrachlorobenzene 0.605 0.621 -2.6 0.621 -2.6

4-Bromophenyl-phenylether 0.337 0.357 -5.6 0.357 -5.6

Hexachlorobenzene 0.527 0.578 -8.8 0.578 -8.8

Atrazine 0.266 0.247 7.7 0.247 7.7

Pentachlorophenol 0.229 0.239 -4.2 0.239 -4.2

Phenanthrene 1.035 1.088 -4.9 1.088 -4.9

Anthracene 1.058 1.090 -2.9 1.090 -2.9

Di-n-butylphthalate 1.723 1.670 3.2 1.670 3.2

Fluoranthene 1.206 1.176 2.6 1.176 2.6

Pyrene 1.156 1.155 0.1 1.155 0.1

Butylbenzylphthalate 0.672 0.548 22.6 0.548 22.6

3,3-Dichlorobenzidine 0.249 0.169 47.3 0.169 47.3

Benzo(a)anthracene 0.999 0.958 4.3 0.958 4.3

Chrysene 0.966 0.965 0.1 0.965 0.1

bis(2-Ethylhexyl)phthalate 1.015 0.788 28.8 0.788 28.8

Di-n-octylphthalate 2.069 1.123 84.2 1.123 84.2

Benzo(b)fluoranthene 1.491 1.311 13.7 1.311 13.7

Benzo(k)fluoranthene 1.679 1.575 6.6 1.575 6.6

Benzo(a)pyrene 1.282 1.326 -3.3 1.326 -3.3

Indeno(1,2,3-cd)pyrene 1.414 1.574 -10.2 1.574 -10.2

Dibenzo (a,h) - anthracene 1.139 1.325 -14.0 1.325 -14.0

Benzo (g,h,i) perylene 1.227 1.329 -7.7 1.329 -7.7

Phenol -d5 2.609 2.507 4.1 2.507 4.1

bis-(2-Chloroethyl)ether-d8 2.080 1.978 5.2 1.978 5.2

2-Chlorophenol-d4 2.067 1.953 5.8 1.953 5.8

4-M ethylphenol-d8 1.782 1.698 4.9 1.698 4.9

Nitrobenzene-d5 0.619 0.618 0.2 0.618 0.2

2-Nitrophenol-d4 0.950 0.897 5.9 0.897 5.9

2,4-Dichlorophenol-d3 0.303 0.298 1.7 0.298 1.7
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H73GQ141 Reported Calculated

03/10/2004 Avg Avg

Compound 11:09 RRF % D RRF % D

4-Chloroaniline-d4 0.426 0.393 8.4 0.393 8.4

Dimethylphthalate-d6 1.634 1.629 0.3 1.629 0.3

Acenaphthylene-d8 1.887 1.864 1.2 1.864 1.2

4-Nitrophenol-d4 0.243 0.222 9.5 0.222 9.5

Fluorene-d10 1.150 1.131 1.7 1.131 1.7

4,6-Dinitro-2-methylphenol-d2 0.152 0.154 -1.3 0.154 -1.3

Anthracene-d10 1.092 1.139 -4.1 1.139 -4.1

Pyrene-d10 1.221 1.220 0.1 1.220 0.1

Benzo(a)pyrene-d12 1.565 1.500 4.3 1.500 4.3
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